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Abstract: Recently, the wavelength range around 1060 nm has become
attractive for retinal imaging with optical coherence tomography (OCT),
promising deep penetration into the retina and the choroid. The adjacent wa-
ter absorption bands limit the useful bandwidth of broadband light sources,
but until now, the actual limitation has not been quantified in detail. We
have numerically investigated the impact of water absorption on the axial
resolution and signal amplitude for a wide range of light source bandwidths
and center wavelengths. Furthermore, we have calculated the sensitivity
penalty for maintaining the optimal resolution by spectral shaping. As our
results show, with currently available semiconductor-based light sources
with up to 100–120 nm bandwidth centered close to 1060 nm, the resolution
degradation caused by the water absorption spectrum is smaller than 10%,
and it can be compensated by spectral shaping with negligible sensitivity
penalty. With increasing bandwidth, the resolution degradation and signal
attenuation become stronger, and the optimal operating point shifts towards
shorter wavelengths. These relationships are important to take into account
for the development of new broadband light sources for OCT.
© 2012 Optical Society of America
OCIS codes: (170.4500) Optical coherence tomography; (170.4460) Ophthalmic optics and
devices; (350.5730) Resolution.
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1. Introduction
During the past two decades, optical coherence tomography (OCT) [1] has become a well-
established imaging technique for biomedical research and clinical diagnostics [2]. OCT is
being applied in numerous fields, such as cardiology, dermatology, developmental biology, and
first and foremost in ophthalmology. Due to the unique ability to generate non-invasively cross-
sectional in vivo images of the human retina, OCT has become an important tool for early
diagnosis of retinal diseases and for monitoring medical treatment.
One of the prominent advantages of OCT is the high axial resolution in the micrometer or
even submicrometer range. The resolution depends primarily on the spectral bandwidth of the
used light source. For a Gaussian spectrum with full width at half maximum (FWHM) ∆ν3dB
in optical frequency, the axial resolution, δ z, in a medium with refractive index n is
δ z = 2ln2
pi
c
n ∆ν3dB
(1)
≈
2ln2
pi
λ 2c
n ∆λ3dB
≈ 0.44 λ
2
c
n ∆λ3dB
, (2)
where c is the speed of light and ∆λ3dB is the corresponding bandwidth on the wavelength scale
at the center wavelength λc.
However, the axial resolution is also influenced by chromatic dispersion and by spectrally
dependent attenuation of any media that the probing light has to pass [3–5]. In case of retinal
imaging, the performance is to a large extent governed by the properties of water, the main
constituent of the ocular media [6, 7]. A double pass through the anterior eye segment and
the vitreous body adds up to a path length of about 50 mm exhibiting wavelength-dependent
dispersion and absorption.
Most OCT systems for retinal imaging operate at a center wavelength in the 800 nm range [8],
primarily due to negligible absorption by water. Furthermore, well-developed broadband light
sources are available, e. g. titanium:sapphire short-pulse lasers, which offer ultra-high axial
resolution [9]. Silicon detector arrays with large pixel numbers enable the implementation of
fast spectrometer-based frequency-domain OCT (FD-OCT) systems [10].
During the past few years however, the wavelength range around 1060 nm, where water ab-
sorption has a local minimum (Fig. 1), found increasing interest for imaging the retina and the
underlying choroid [11–13], which provides the photoreceptor cells with oxygen and nutrients.
In this range, attenuation by melanin is lower [14], hence more light is transmitted through
the retinal pigment epithelium. Reduced scattering at higher wavelengths generally enables
deeper penetration into the tissue [15, 16], and it is beneficial for imaging in eyes affected by a
cataract [17]. Furthermore, chromatic dispersion in water is low around 1000 nm, which helps
maintaining a high axial resolution [18].
For wavelengths above 1000 nm, the preferred OCT method utilizes wavelength-swept laser
light sources, so-called swept sources, rather than a broadband light source and a spectrometer,
because available detector arrays based on indium gallium arsenide have relatively low pixel
numbers, which leads to a limited imaging depth range [19]. Swept-source OCT can provide
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long ranging depths [19–21] and ultra-high image acquisition speed [22, 23], and it is more
robust against motion artifacts [24]. Continuing research focuses therefore on the development
of high-performance swept sources for the 1060 nm range [20, 23, 25–28].
A variety of broadband light sources for OCT in the 1060 nm band enable high axial reso-
lution, e. g. superluminescent diodes (SLDs) or swept sources with spectra wider than 110 nm
[5, 26, 29], or supercontinuum light sources spanning more than 200 nm [11]. However, the
range of low water absorption is a relatively narrow window. For propagation through 50 mm
water, the FWHM of the local minimum is roughly 100 nm (Fig. 1), which limits the applica-
bility of ultra-broadband light sources. The parts of a light source spectrum that extend into
the surrounding absorption bands are subject to increased attenuation, which narrows the trans-
mitted spectrum and reduces the effective axial resolution of the OCT system. Although this
is an important issue for light source development, no detailed analysis of the effect of water
absorption in retinal imaging has been published until now.
 0
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Fig. 1. In addition to the wavelength range below 950 nm, there is a minimum of the wa-
ter absorption around 1060 nm, that permits in vivo OCT imaging of the human retina.
For a length of 50 mm water—corresponding to a double pass through a human eye—this
window has a 3 dB-width of approximately 100 nm. Calculated from data by Palmer and
Williams [30].
A possible way to compensate for the water absorption is spectral shaping, i. e. adapting
the light source spectrum such that it has the desired shape after propagation through water
[4, 5]. Since one has to distribute a larger fraction of the optical power into the absorption
bands, this method leads to higher average attenuation. The total incident power on the eye
is limited by the maximum permissible exposure defined by the laser safety standards [31,
32]; hence, maintaining the axial resolution brings a penalty in signal strength or sensitivity,
respectively, which increases with the light source bandwidth. This raises the question: how
broad a bandwidth is actually useful for OCT in the 1060 nm band? Or more specifically: what
is the trade-off between resolution and sensitivity depending on the light source bandwidth?
As Hariri et al. concluded earlier, 2 µm resolution in tissue could be achieved with a hypo-
thetical light source generating a Gaussian spectrum truncated at ∼1120 nm after water absorp-
tion [5]. They did, however, not quantify the large fraction of the probing light that would be lost
in the 975 nm-absorption band. Experimentally, the authors compared the resolution achievable
with a regular SLD and a modified SLD featuring an increased spectral peak at 970 nm. In the
case of a double pass through 25 mm water, the modified SLD yielded a minor improvement of
the axial resolution. However, as this light source did not permit arbitrary spectral shaping, the
question about the feasibility of true absorption compensation remained unanswered.
A detailed analysis of the topic has again become highly relevant due to recent develop-
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ments in swept source technology. With new semiconductor laser gain media, broadband swept
sources spanning the 1060 nm window have become available. Since the gain in semiconductors
can be regulated rapidly by modulation of the pump current, arbitrary spectral shaping becomes
straight-forward with these swept sources [23, 28, 33, 34]. However, as the implementation of
OCT systems and light sources, especially swept sources, becomes more and more challenging
with increasing bandwidth, it is important to know a priori whether a broad spectrum can be
used effectively.
By numerical simulation, we have investigated the impact of water absorption on retinal
imaging, covering a wide range of bandwidths and center wavelengths in the 1060 nm range.
We computed axial point spread functions (PSFs), as they would be generated in a simple inter-
ferometer, and determined the peak broadening and the reduction of amplitude when including
water absorption (Fig. 2(a)). Furthermore, we calculated the additional amplitude drop resulting
from compensation of the broadening by spectral shaping.
 90  100  110
optical path length difference (µm)
reference
(no water
absorption)
broadened
by water
absorption
compensated
signal drop
due to water
absorption
penalty for
compensation
(a)
 50  100  150  200
optical path length difference (µm)
reference
absorption
dispersion
abs.
+ disp.
(b)
Fig. 2. Point spread functions (PSFs) calculated using a 1/e2-truncated Gaussian spectrum
centered at 280 THz (∼1071 nm) with 60 THz total width (∼232 nm). (a) Key figures of the
numerical investigation: PSF broadening and amplitude drop due to the water absorption
compared to reference PSF, and additional amplitude drop due to compensation of the
broadening by spectral shaping. Data points: calculated values; curves: fitted Gaussian. (b)
Comparison of the broadening effects of absorption and dispersion. Refractive index data
by Schiebener et al. [35].
For selected cases, we calculated PSFs including dispersion in order to compare its ef-
fect with that of absorption. In fact, with a wide light source spectrum, dispersion can often
cause a significantly stronger broadening and distortion of the PSF peak than absorption does
(Fig. 2(b)). However, since numerical compensation for dispersion is possible [4, 36], we have
performed our analysis looking exclusively at the effects of absorption. For a detailed investi-
gation of the influence of different dispersion orders, we may refer the reader to the work of
Hillman and Sampson [4].
As our results show, the axial resolution achievable with current state-of-the art swept sources
or SLDs with a bandwidth up to 120 nm is not severely affected by water absorption, provided
the spectrum is centered close to 1060 nm. The resolution degradation is less than 10%, and it
can be compensated by spectral shaping with minimal loss of sensitivity. The impact increases
drastically when the bandwidth exceeds 150 nm. As the bandwidth increases, the optimal oper-
ating point with lowest sensitivity drop shifts to lower center wavelengths. This is an important
relationship to be taken into account for the development of new broadband light sources.
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2. Method
We implemented a script in Mathematica, that simulates the interference of two beams from
the same light source in a simple interferometer, and computes the corresponding point spread
function (PSF) from the resulting signal. As reference, we take an interferogram assuming
light propagating through free-space in both interferometer arms, and calculate another one
including the absorption profile of 50 mm water in one arm. In addition to overall attenuation
of the amplitude, absorption changes the spectral shape of the interferogram envelope. Stronger
attenuation towards the edges of the spectrum effectively narrows the spectral envelope, which
leads to a broadening of the PSF peak. By comparing the PSFs in the cases with and without
water absorption, we determine the loss of resolution and signal amplitude. Furthermore, we
calculate a light source spectrum compensating for the water absorption profile. We normalize
it to the same average power as the initial spectrum, but distribute a larger fraction of power
into the absorption bands to restore the original interferogram shape. The resulting additional
reduction of the PSF amplitude is a measure of the sensitivity penalty for maintaining the axial
resolution.
The effect of dispersion, if included, is a non-linear distortion of the interferogram phase.
This “chirp” can be compensated by multiplying the interferogram in its complex analytical
representation with a wavelength-dependent phase term that cancels out the non-linearity. In
practice, this phase term can for example be found by iteratively optimizing the image contrast
[36].
Important for us, the influence of chromatic dispersion in water can be treated independently
of absorption, and it can be compensated numerically. Hardware compensation, i. e. placing an
equivalent length of water into the reference path of an OCT system, is not recommendable,
since this would also aggravate the narrowing of the interferogram envelope by the water ab-
sorption. We can thus ignore chromatic dispersion in our analysis, and focus exclusively on
the effect of absorption. Obviously, also the interferogram envelope can be manipulated nu-
merically. In a real system, however, numerical spectral shaping is not an adequate method to
compensate for absorption effects, since it would degrade the signal-to-noise ratio.
In our analysis, we consider light source spectra with a finite width,
I0(ν)
{
> 0 if |ν −νc| ≤ 12 ∆ν
= 0 if |ν −νc|> 12 ∆ν
, (3)
where νc is the central optical frequency and ∆ν is the full width of the spectrum.
In order to determine the sensitivity penalty, we compare the signal amplitudes achieved with
different spectra normalized to equal average intensity. In case of a swept source, we may have
to take a non-linear sweep into account. For an given spectral envelope, I(ν), we calculate the
time-averaged intensity 〈I〉 by integrating over one sweep period, τsw, of the time-dependent
light source frequency, νl(t):
〈I〉=
1
τsw
∫ τsw
0
I(νl(t))dt. (4)
With the average intensity thus calculated, we normalize the light source spectrum:
I0n(ν) =
I0(ν)
〈I0〉
. (5)
After transmission through a length, l, of water, the spectrum changes according to the Beer-
Lambert law:
I0a(ν) = I0n(ν)T (ν)
= I0n(ν) exp[−µa(ν)l]. (6)
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For the absorption coefficient, µa, we use an interpolation of the values reported by Palmer and
Williams [30].
Assuming perfect elimination of the auto-correlation terms, e. g. by balanced detection, and
neglecting chromatic dispersion in water, the detector signal generated with an interferometer
path length difference d is
V0n(ν) = α I0n(ν) cos
( 2pi
c
νd
)
, (without absorption) (7)
V0a(ν) = α
√
I0n(ν) I0a(ν) cos
( 2pi
c
νd
)
= α
√
T (ν) I0n(ν) cos
( 2pi
c
νd
)
, (with absorption in one arm) (8)
where α is a constant conversion factor describing the detector response. For our analysis, we
are comparing the amplitudes of different signals, not calculating absolute values. Hence, we
assume α = 1 in all calculations.
In order to yield an interferogram with the original spectral envelope after water absorption,
we calculate a compensating spectrum and normalize it:
Ic(ν) =
I0(ν)√
T (ν)
, (9)
Icn(ν) =
Ic(ν)
〈Ic〉
. (10)
The resulting detector signal assuming water absorption in one interferometer arm,
Vca(ν) = α
√
T (ν) Icn(ν) cos
( 2pi
c
νd
) (11)
= α
I0(ν)
〈Ic〉
cos
( 2pi
c
νd
) (12)
= V0n(ν)
〈I0〉
〈Ic〉
, (13)
has the same shape as V0n, but a lower amplitude.
To quantify the effect of water absorption with and without spectral compensation, we calcu-
late V0n, V0a, and Vca, using l = 50 mm and d = 0.5 mm. From these interferograms, we compute
the corresponding PSF with a discrete Fourier transform (DFT). For the DFT, we sample all in-
terferograms from 200 THz to 400 THz in 0.1 THz steps, which produces a sufficient number of
equally spaced data points in all PSFs. Finally, we determine the amplitude, a, and 3 dB-width,
w, of the PSF peaks by fitting a Gaussian function to the data points. Comparison of a in the
three cases yields the signal drop caused by the water absorption, and w/2 is the corresponding
axial resolution in air.
For our investigation, there are two quantities of interest: the relative broadening of the PSF
peak due to the water absorption, w0a/w0n, and the drop of the signal amplitude with and
without compensation relative to the reference, a0a/a0n and aca/a0n. The signal drop is plotted
here on a 20× log10 scale, which corresponds to the decrease in OCT sensitivity in decibels.
To determine the feasibility of broad bandwidth we use a Gaussian spectrum truncated at the
1/e2-points:
I0,Gauss(ν) =
{
exp
[
−8
( ν−νc
∆ν
)2] if |ν −νc| ≤ 12 ∆ν
0 if |ν −νc|> 12 ∆ν
(14)
This spectral shape (Fig. 3) results in an adequate compromise between a narrow PSF peak
and low side lobes (Fig. 2), and it is simple to realize with a semiconductor-based swept
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Fig. 3. The shape of a state-of-the-art broadband spectrum (left, ∆ν = 30 THz) changes
only slightly due to water absorption, and compensation would require only a minor re-
distribution of power from the center to the edges. An ultra-broadband spectrum (right,
∆ν = 60 THz) gets strongly attenuated below 265 THz, and a large fraction of the total
power is required to compensate for this. I0n and Icn are normalized to unity power.
source. For comparison, ∆ν and the FWHM, ∆ν3dB, of the Gaussian function are related by
∆ν =
√
2/ ln2 ∆ν3dB ≈ 1.7 ∆ν3dB.
For normalizing the average power, we assume the most non-linear sweep characteristics
found in typical swept sources: sinusoidal tuning of the wavelength. This is for instance the
case with a resonantly tuned Fabry-Perot filter, and it results in a frequency sweep
νl(t) =
{
1
νmax
+ 12
(
1
νmin
− 1νmax
)[
1+ sin
(
2pi tτsw
)]}−1
, (15)
where νmax = νc +∆ν/2 and νmin = νc−∆ν/2.
Under these conditions, we calculate the PSF broadening and the signal drop for νc ranging
from 275 THz to 290 THz and ∆ν ranging from 5 THz to 60 THz. This parameter space covers
the center frequencies in the low-absorption range and the bandwidth relevant for OCT. 60 THz
is about twice the bandwidth achievable with state-of-the-art swept sources or single SLDs,
and it is roughly as wide as the broadest light source spectrum demonstrated for the 1060 nm
window [11]. With ∆ν = 60 THz, a large fraction of the spectrum overlaps with the water ab-
sorption bands (Fig. 3, right), hence broader bandwidths are hardly feasible for OCT in this
spectral range.
In addition, we examine the influence of a number of other system parameters, such as the
spectral shape, the sweep characteristics, or water in both interferometer arms. As two extreme
cases, we use a rectangular spectrum, I0,Rect(ν), and a Hann-shaped spectrum,
I0,Hann(ν) =
{
1+ cos
(
2pi ν−νc∆ν
)
if |ν −νc| ≤ 12 ∆ν
0 if |ν −νc|> 12 ∆ν
, (16)
which falls off smoothly to zero on both sides. This leads to a PSF with lower side-lobes and a
peak that is about 20% broader than the PSF generated with I0,Gauss. In contrast, I0,Rect yields
a 25% narrowing of the PSF peak compared to I0,Gauss, but increases the side-lobes drastically
which in turn may limit the dynamic range in OCT.
Using I0,Gauss, we determine the change in the sensitivity penalty for compensating the PSF
broadening, when we assume a linear frequency sweep. Finally, we compare the influence of
these parameters on the PSF broadening and the signal drop with the influence of water ab-
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sorption in both interferometer arms. For the latter calculation, we replace the term
√
T (ν) in
Eqs. 8, 9 and 11 with T (ν).
3. Results
With a bandwidth below 25 THz (90–100 nm), the resolution degrades by less than 10% at all
center frequencies covered by the simulation (Fig. 4). The broadening increases fastest with the
bandwidth at the low center frequencies, which are closest to the steep absorption band edge.
Maintaining the resolution would bring here a considerable sensitivity penalty that increases
rapidly for bandwidths above 25 THz (Fig. 5(a)). As expected, the lowest signal drop with a low
or moderate bandwidth can be achieved with a sweep spectrum centered on the water absorption
minimum (Fig. 5(b)), whereas a high center frequency leads to the slowest increase of the signal
drop—with and without compensation—and would be of advantage for bandwidths broader
than 40 THz (Fig. 5(c)).
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Fig. 4. (a) Calculated values for the axial resolution in air depending on the bandwidth at
different center frequencies compared to the ideal reference case without water absorption.
(b) The corresponding relative broadening ratios.
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Fig. 5. Drop of the point spread function amplitude due to water absorption as a function
of the bandwidth at different center frequencies with and without compensation for the
broadening.
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The PSF broadening and the signal drop as function of the center frequency reveal the same
relationships (Fig. 6), but this visualization is more useful for choosing the optimal operating
point for a given bandwidth. With a moderate bandwidth of 30 THz, the resolution degra-
dation is almost constant in the range of the simulation (Fig. 6(a)). It only rises slightly if
νc ≤ 280 THz. The signal drop (Fig. 6(b)) is lowest at νc = 280–282 THz (1065–1070 nm) and
the penalty for compensating the resolution degradation is negligible (Fig. 6(c)). If the band-
width increases, the resolution degrades significantly faster at the low center frequencies, and
the point of minimal signal drop shifts to higher frequencies. With the uncompensated spec-
trum, the signal drop varies only slightly, by less than 1 dB. However, the penalty for main-
taining the resolution by absorption compensation becomes highly dependent on the center
frequency, because of the steep absorption band edge on the long-wavelength side. The trans-
mitted spectrum is virtually clipped at ∼1140 nm, and a large fraction of the incident power
needs to be sacrificed for compensating these losses.
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Fig. 6. (a) Relative broadening of the point spread function and (b, c) drop of the amplitude
as a function of the center frequency for different bandwidths with and without compensa-
tion for the broadening.
A maximum PSF broadening ratio of 1.5 in the entire parameter space may seem unexpect-
edly low. However, the central part of the spectrum is in all cases within the low-absorption
range. Therefore, the interferograms loose less than half of their total width. It is also important
that we assume water absorption only in one interferometer arm. Inserting an equivalent amount
of water into the reference path, e. g. for dispersion compensation, would lead to a more severe
broadening of the PSF.
As comparing the effect of different operating parameters reveals, the influence of the spec-
tral shape on the PSF broadening is relatively small (Fig. 7(a)). Both the Gaussian and the
rectangular spectrum lead to about 40% broadening for νc = 282.5 THz and ∆ν = 60 THz. With
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Fig. 7. (a) Relative broadening of the point spread function and (b, c) drop of the ampli-
tude as a function of the bandwidth for different operating parameters with and without
compensation for the broadening.
the Hann spectrum it is slightly lower, namely 23%. In contrast, the broadening ratio would
increase drastically due to water absorption in the reference arm, especially with a rectangu-
lar spectrum it goes up to 85%. It would also severely aggravate the signal drop (Fig. 7(b,c)),
especially when compensating the PSF broadening at high bandwidths. The influence of the
spectral shape on the signal drop is smaller, but still significant. With compensation, there is a
difference of up to 10 dB between the retangular and the Hann-shaped spectrum. In this case,
also the sweep characteristics play a role. With the linear sweep, which concentrates more of
the time-averaged power in the center of the spectrum, the sensitivity penalty is up to 3 dB
lower than with the sinusoidal sweep. It does not influence the PSF broadening or the signal
drop without compensation, because it changes neither the shape of the interferogram envelope
nor the amplitude ratio between the reference signal and the attenuated signal.
4. Conclusion and outlook
As our simulation reveals, current state-of-the-art swept sources and SLDs with bandwidths
up to 25–30 THz (≤ 120 nm) suffer little degradation of the resolution, less than 10%, if the
sweep range is centered close to the water absorption minimum (1060–1070 nm). Maintaining
the optimal resolution by spectral shaping is in this range possible with a negligible sensitivity
penalty below 1 dB. The resolution limiting effect becomes severe when the bandwidth exceeds
40 THz (∼150 nm). Then, the optimal operating range shifts to shorter wavelengths, because
all spectra are virtually truncated at ∼1140 nm by the steep absorption band edge.
Our numerical study on the feasibility of broad bandwidth focuses on one spectral shape, but
it is representative for the general trends. With the bandwidth of state-of-the-art semiconductor-
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based light sources, water absorption is not a severely limiting factor for the axial resolution,
provided that the center wavelength is close to the absorption minimum. An extension of the
bandwidth is feasible for improving the resolution, as long as the increasing sensitivity drop is
acceptable within the particular system design. Especially if one aims for maintaining high
resolution by spectral shaping, the center wavelength of the light source should match the
range where the sensitivity drop is lowest. With increasing bandwidth, this optimal operating
point shifts towards the short-wavelength side where the absorption band is significantly lower.
This relationship is an important design criterion for the development of new broadband light
sources.
Our simulation can also reveal how the resolution and the sensitivity drop depend on the
spectrum and sweep characteristics of the light source. A linear frequency sweep is beneficial
for compensating the resolution degradation at higher bandwidths. And as expected, spectral
shapes with flat wings, such as the Hann function, are generally less affected by the water
absorption, but yield lower axial resolution in the first place. Hence, our model can be used to
choose the optimal combination of spectral shape, bandwidth, and center frequency for trading
off resolution, sensitivity and dynamic range.
The model can easily be adapted and provides thus a framework for studying a variety of
effects in OCT systems, for instance the influences of optical components in the imaging setup
or chromatic dispersion in the beam path. Given the cost and technical challenges connected
with extending the bandwidth of light sources and imaging systems, it becomes increasingly
important to determine the optimal specifications early during the design process. Hence, this
model is a valuable tool for future development of broadband light sources for OCT.
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